Abstract -This paper describes numerical analysis of acoustic propagation inside multiple Newtonian liquids. The applied acoustic pressure is generated by high intensity focused ultrasound transducer. Analysis is performed by implementation of linear wave equation as well as heat transfer equations for fluids. Simulation is done in COMSOL Multiphysics as a finite element software. Investigation is focused on study of sound effects, temperature and pressure gradient, in focal region inside three distinct liquids with various properties. Results clearly illustrate the dependency of heat transfer and pressure distribution in focal area on physical properties of medium it passes through as well as wave frequency.
Introduction
High intensity ultrasound energy has been frequently employed as an operating energy in various devices for different applications. This energy can be used for plastic welding in automotive, electronic appliance, and medical equipment industries [1] . It also is being utilized in acoustic compressors, refrigerators, and other industrial processes [2] .
In therapeutic methods for non-invasive ablation of tumours, high intensity focused ultrasound (HIFU) is used [3] . Possibility of performing treatment operation from outside of body on a tissue is the main advantages of this method over other thermal ablation techniques [4] .
This paper describes numerical analysis of acoustic propagation inside multiple Newtonian liquids in presence of changes in physical properties of liquid and solid elements which wave is passing through as well as wave frequency. It is believed that this physic brings a better understanding of the possibility and flexibility of industrial application of high intensity focused ultrasound.
The applied acoustic pressure is generated by HIFU transducer. This aperture concentrates pressure wave at a certain point inside fluid which is called focal point and the following studies are performed in this region. As a matter of fact, analysis is done by implementation of basic governing equations for sound propagation and heat transfer. The result of acoustic study is heat energy due to absorbance of acoustic by bulk of liquid during transmission of ultrasound. Therefore, heat transfer study can be performed in time domain in presence of the computed heat source. Next, investigation of results are proceeded by implementing characteristics of multiple liquids in the simulation, changing the material of a container as well as well as altering acoustic source input parameters. In subsequent sections theory and simulation and consequential results are discussed.
Theory and Numerical Analysis

Acoustic Theory
Pressure acoustics, frequency domain interface of COMSOL Multiphysics 5.2 is used to model the stationary acoustic field in a liquid. In this simulation the linear homogeneous Helmholtz equation in absence of shear waves and nonlinear acoustic wave propagation effects is solved [5] . It is assumed that the geometry of model elements are symmetrical and liquid medium has uniform acoustic properties. Therefore, 2D axisymmetric assumption for acoustic field model will be an acceptable approximation that leads to reducing computation time. As a result, the equation in cylindrical coordinate is presented as [6] :
Where is angular velocity, is an acoustic pressure. Parameters and are density and speed of sound related to liquid. Here and are the radial and axial coordinates of axisymmetric cylindrical coordinate in which ∇ 2 is defined as:
The major effect of acoustic propagation inside liquid is the thermal energy produced due to absorption of ultrasound plane-wave by liquid that yield to rising medium temperature. The temperature distribution depends on a convection and conduction properties of liquid. The amount of generated ultrasound power per unit volume is obtained by applying following expression [7] :
Where, is the local absorption coefficient of the liquid, is the local acoustic intensity, and the brackets defines time average over one acoustic cycle.
Heat Transfer Theory
To model heat transfer in a liquid medium, following equation is used [8] :
Here, is the density of liquid, is the specific heat capacity at constant pressure, is the absolute temperature, is the heat flux from conduction, is the pressure, is the velocity vector as well as which is the viscous stress tensor and : ∇ refers to irreversible rate of internal energy increase per unit volume by viscous dissipation in Newtonian fluid, and is additional heat source due to acoustic pressure. By considering the liquid as an incompressible fluid, the term ( ) can be eliminated [8] . Therefore, the final form of "4" for incompressible fluid will be:
This equation is used to study fluids heat transfer in a time domain by COMSOL.
Numerical Analysis and Model
For determination of the acoustic effects, pressure and temperature, in liquid media a finite difference analysis is performed in a two-step process:
1-Solving acoustic equation "1" in frequency domain to find acoustic pressure as well as heat energy due to absorption of sound wave by liquid.
2-Obtaining temperature rise by solving heat transfer equation "5" incorporated with computed heat source, in time domain. Multiple time steps are considered in order to assure the accuracy of computation. The final results are presented for 0.2 second time step in total process duration of 120 seconds.
To obtain accurate results at focal region, pressure and temperature gradient, the fine mesh with size /6 ( is the wavelength) and coarser mesh with size /4 are chosen for focal region and other parts of model respectively [5] .
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The 3D model of a system and its components are shown in " Fig. 1 ". The model includes two parts: Acoustic apparatus and Fluid container. Fluid container is divided into two compartments, one contains liquid of experiments and other one is filled by pure water which provides medium for operation of transducer.
The sound source specification has been selected based on Model H-106, manufactured by Sonic Concepts Inc. This device is a spherically focused piezoceramic transducer with a focal length of 63.2 mm and an aperture of 64.0 mm which is driven at a frequency of 2.0 MHz. the focal region is in oval shape with length of 5.72 mm and girth of 0.76 mm. This type of HIFU transducer is used in biomedical applications and need to be immersed in water during operation for transmitting the wave to target medium.
The space divider of container which will be called Divider from now on is going to be selected from different materials which according to the approach is being followed in present work, will be changed in multiple simulations respectively. 
Materials
" Table 1 " introduces three incompressible liquids as well as their properties that will be considered as a target medium of study. All fluids have been assumed to be Newtonian and their listed properties remain constant against temperature gradient during a time. In addition to study of acoustic propagation in multiple liquids, the effect of altering divider's material will be investigated. " Table 2 " shows list of materials that are used as a divider.
(b) (c) (d) (a)
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Results
" Fig. 3 " illustrates the amplitude of acoustic pressure as a function of radial distance along a horizontal axis extended from focal points in liquids: water, seawater and Glycerin, in presence of ABS divider. Presenting different acoustic impedance for liquids causes to distinct magnitudes of acoustic pressure at focal points. " Fig. 5 " presents the acoustic intensity field with respect to frequency. Fluid medium and divider material are considered water and ABS respectively. Although, results demonstrates the growth of intensity by frequency increment, the focal region size declines while frequency rise. Furthermore, this figure shows that the most of acoustic energy is concentrated at focal point. The effect of using multiple dividers on heat transfer at focal point is shown in "Fig. 6 ". Heat is induced by absorption of ultrasound wave in the water. The acoustic wave is exerted at frequency of 2MHz for 2 seconds. Assuming a constant liquid medium for all three case studies, temperature rise differences are due to variation of multiple dividers' acoustic impedance property. By replacement of liquids in presence of a permanent ABS divider, the attenuation property will have the major role on temperature magnitude inside fluid. " Fig. 7 " displays the variation of temperature at focal point inside three mediums: (a) Water and Seawater, (b) Glycerin. Results show for the similar acoustic condition, high increment in temperature happens in Glycerin because of having attenuation factor about 100 times greater than the one for Water and Seawater. 
Conclusion
Transmission effects of high intensity focused ultrasound (HIFU) in multiple liquids have been studied. In order to cut down the computation time and computer expenses, 2D axisymmetric simulation has been accomplished. Results showed wave frequency and fluid properties have major influence on acoustic and thermal effects in liquid medium. Wave frequency manipulation affects the focal region size and amplitude of Intensity. Present investigation illustrated acoustic pressure field varied by liquid's acoustic impedance. On the other hand, during travelling acoustic wave among different materials the wave power decreased as a result of acoustic impedance alteration. Furthermore, magnitude of temperature rise in liquid directly depends on absorption coefficient of fluid so that a small variation in attenuation causes the high order change in heat energy. It should be mentioned the accuracy of computed results depend on alteration of fluids characterisation during the process, simulation time step and model's mesh size. In this study properties of liquids have been considered constant during the process. By decreasing the time step, changes occurred in temperature at focal point is estimated less than 2.9%. By modifying the focal region mesh size to /8 and /10 the changes in pressure and temperature at this region are estimated less than 3.6% and 3.8% respectively.
